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THERMISTORS AlTD THEIR USE HI METEOROLOGY 


Ye. P, Gersht 
B. V. Gorelik 


/a Dlgesj^ 

The uses of thermistors are many and varied, and their field of applica- 
tion continues to expand. Thermistors are used for automatic temperature reg- 
ulation of voltime in negative- feedback amplifiers and for measurement of power 
at superhlgh freq,uencles; as time relays in telephone circuits, instruments for 
temperature regulation, remote control cutout switches, generators, modulators, 
amplifiers, starting current limiters, manometers, anemometers, compensators of 
the temperature variation of c inductors, and finally as thermometers. The com- 
pensating potentialities of thermistors have been thoroughly studied. 

Such advantages as small size, comparative simplicity of production, cheap- 
ness, stability over a wide range of temperatures, and possible use as remote- 
control themometers make the Introduction of thermistors into meteorological 
practice compulsory. ' le last potentiality was illustrated in a work by Koloml- 
yets and Sheftel’ ( 1 «), in which a bridge circuit was used for remote measure- 
ment of the temperature of a granary IOO-I 5 O meters from their laboratory. Tem- 
peratures from 0 to 50 ° C were measured with an error of 0,1° C, and it was 
phaslzed that this sensitivity was not to be regarded as a maximxam. The entire 
metering circuit in their unit was mounted in a wooden box 33 x 22 x 12 cm. A 
galvanometer with sensitivity of 10"° amp/dl vision was usr^d at the output.' One 
dry cell was used for the supply source. This work also convincingly demon- 

uranium dioxide thermistor thermometer has considerably less iner- 
tia than a mercury thermometer. 

The temperature of moving bodies or bodies whose temperature is too high 
to be measured directly by the contact method can be measiired with the help of- 

focxiB of an elliptical mirror which gathers radiation 
whose temperature is to be measured. It is important that the 
sensitivity of thermistors be considerably higher than that of thermopiles and 
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The most Important property of thermistors foi’ meteorology as veil as for 
other fields Is the strong dependency of their resistance upon temperature. 
Kolomlyets and Sheftel’ (1) designed uranium dioxide thermistors with a tem- 
peratirre coefficient of resistance of 3-15^ per degree in the temperature In- 
terval 15-250 C. Kolomlyets (?) also constructed a table /appended7 for elec- 
trical conductivity and temperature coefficient of resistance of a number of 
other substances. 

Another important property of thermistors is aging, i.e„, change of therm- 
istor resistance vith time for the same temperature. In some thermistors, the 
aging pr9ceBs occurs in the first 2-3 dyas of production, in which time the re- 
sistance changes by 20-25^ (1) Lack of stability due to aging coiad hinder 
the use of thermistors in practice, but this dan easily be avoided. The uran- 
ium dioxide thermistors designed by Kolomlyets and Sheftel' had high stability. 
Stable thermistors can be obtained by observing the following specifications: 

(1) the thermistors must be made from semiconductors having purely electron con- 
ductivity because ionic conductivity causes irreversible processes; (2) possi- 
bility of chemical reactions between the thermistor substance and air must be 
cliiulnatcu. for all temperatures at vhlcli tlie IrucrmloLur will operate; (3) 'ohe 
admixtures contained in the thermistor material must be in eq^ullibrium and the 
point of equilibrium must shift very slowly for a changing temperature; (4) 
good contact of the electrodes with the thermistor must be provided by the se- 
lection of accurate coefficients of expansion for the electrode smd thermistor 
materials; and (5) the thermistors should undergo for a long period (days or 
weeks, depending upon the type) at a temperature slightly higher than the op- 
erating temperature. 
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Substance 


CuO Mn^Oii. 


Table 1 

Specific Conductivity 
(ohms"'^«cm'’^) 

2 X 10‘3 

10-1 . 10-2 

1.3 X 10"3 

10^ - 10"^ 


Temp Coefficient of Re- 
sistance (X per ^C) 

-3.8 to -5 

-3 to -3.2 


C03OJ1 

TlOaMgO 

CuOCrgO^ 


1.5 X 10“ 

1.6 X 10“ 


CuOCr 203 1.0 X 10“3 

MnjO^ HIO 1,0 X 10 "^ 

PtSe 2. If X 10-1 

^Ipha is given for the temperature interval I6 to 20® C 
Sigma (T is measured at 20® C 
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